Horner syndrome occurring as a complication of chest tube placement.
A case of Horner syndrome occurring secondary to the high insertion of a chest tube is reported. Horner syndrome from this cause can easily be avoided. The tip of the chest tube should be kept at or below the third posterior rib unless the clinical situation dictates otherwise.